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Quick Start Instructions 

 

BlueWave® QX4® Wand Upgrade Kit 
Installation Instructions 

 
1. Unpack your upgrade kit. The kit contains a strap wrench and upgraded collimator and lens.  

 
2. Unplug the LED wands needing upgrading from the rear of the BlueWave® QX4® unit.  

 

 
 

Figure 1.  BlueWave® QX4® Wand Components 
 

1. Remove the original collimator and the lens from the wand. This can be done by loosening the collimator 
counterclockwise with the strap wrench provided in the kit (Figure 2). If needed, a small wrench may be used 
to hold the body of the wand on the flat sides to provide leverage.  
 

2. Carefully thread the collimator to the wand by hand and tighten using the strap wrench in a clockwise direction. 
Snugly install the new collimator (Figure 3). 
 

3. Install the focusing lens by hand, do not overtighten. 
 

 
 

Figure 2. Remove Collimator and Lens 
 

 
Figure 3. Install the New Collimator  
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