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BlueWave® AX-550 V2.0 Power Cord Ferrite Core  

Installation Instructions 
 

1. Orient the terminal plug with the grounding 

terminal on the bottom and position the 

ferrite core 2,5” – 3,5” [6,35 cm – 7,62 cm] 

from the plug. (Figure1) 

2. Wrap the cable around the lower half of the 

ferrite core, creating two external loops and 

three passes through the center of the 

core. (Figure 1) 

3. Manipulate and stagger the cable to fit 

within the core and apply tension to 

eliminate excess slack in the loops.  

4. Close the lid using caution to avoid 

pinching the cables. 

5. Verify that both snaps are fully engaged 

and locked. (Figure 2)  

Figure 1. 

 

 
 

Figure 2.  
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